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Instructions for Upgrades 

 

Upgrade up to Version 2.1.0.x 
 
In the case of existing organ tables, the linked symbol files must be copied as Symbol.png into the 
corresponding body directory. 

Example: 
o \\SERVER\dpxsys\BodyGen\Symbols\Xray02.png -> copy to 
o \\SERVER\dpxsys\cfg\body\{BodyUID} and in the target folder rename to Symbol.png 

 
 
 
 


